REVIEW

QUANTITATIVE BUFFY COAT (QBC) TEST AND OTHER DIAGNOSTIC TECHNIQUES FOR DIAGNOSING MALARIA: REVIEW OF LITERATURE

Vaidya Kuladeepa A1, Sukesh2

1Assistant Professor, 2Associate Professor, Department of Pathology, SIMS &RC, Surathkal, Karnataka

Correspondence:
Dr. Kuladeepa Ananda Vaidya, Email: vaidyakuldeep@gmail.com

ABSTRACT

The technical capability to perform a correct and timely diagnosis of malaria infection in an ill patient is of critical importance since symptoms of complicated malaria may suddenly develop, leading to death of the patient. Even though peripheral blood smear examination is considered as the gold standard technique, tests like Quantitative Buffy Coat (QBC) test and Rapid diagnostic tests (RDTs) are widely used and more sensitive in detecting malaria parasite. Here we are briefly highlighting the importance of QBC and other useful diagnostic methods for diagnosing malaria.

Key words: Quantitative Buffy Coat, Malaria, Diagnosis, Peripheral blood smear

INTRODUCTION

The demonstration of malarial parasite is a requisite for definitive diagnosis of malaria. The conventional method used for the diagnosis is the thick and thin smears. This method costs less and easy to handle but on the other hand, it has several disadvantages. Rapid diagnosis of malaria is pre-requisite for effective treatment and reducing mortality and morbidity of malaria. The QBC method has its advantages in terms of speed, sensitivity and ease, especially in an endemic area. Although QBC method is superior to the smear for malarial parasite detection, species identification is difficult in this technique.

DISCUSSION:

While looking for malarial parasite in peripheral smears, blood smears should be repeated every 12-24 hours for a total of 3 sets. If all 3 are negative, the diagnosis of malaria can be essentially ruled out. QBC tube method has higher sensitivity and greater rapidity compared to Leishman stained thick and thin blood films in detecting malarial parasite. There are many laboratory methods of diagnosing malaria, few are briefly discussed below.

BUNCH OF DIAGNOSTIC TOOLS

a) Microscopic examination of thick and thin smears

b) Polymerase chain reaction
Analysis of blood samples by amplification of parasite-specific nucleic acids by nested and real-time polymerase chain reaction (PCR) is reported to be highly sensitive and specific. The technique requires highly trained personnel, and is both time and resource-intensive. Nested PCR is valuable as a confirmatory test and implementation should be considered by reference laboratories and with adequate laboratory infrastructure to perform molecular procedures.

c) Rapid diagnostic test- Immunochromatographic method

Rapid diagnostic tests (RDTs) use immunochromatographic methods to detect antigens derived from malaria parasites in lysed blood. Tests that are currently available rely on detection of the substances like Histidine-rich protein II, Parasite lactate dehydrogenase (pLDH), Histidine-rich protein II (HRP-II) a water-soluble protein produced by trophozoites and young gametocytes of P. falciparum only; Parasite lactate dehydrogenase (pLDH) produced by sexual and sexual stages (gametocytes) of parasites of P. falciparum and non-falciparum species. RDTs have generally been reported to achieve sensitivities of >90% in the detection of P. falciparum at densities at or above 100 parasites/μl of blood. Below this level, sensitivity decreases markedly. Since RDTs detect circulating antigens, they may detect infection with P. falciparum even when the parasites are sequestered deep in the vascular compartment and thus undetectable by microscopic examination of a peripheral blood smear. Among the advantages of RDTs are their ease of use and interpretation. They do not require any electricity or special equipment.

d) Quantitative Buffy coat (QBC) technique

The speed of QBC method (15 min) in detecting malarial parasites is a definite advantage in laboratories which screen large number of samples. In addition, low levels of parasitaemia (2 parasites/μl) can easily be detected as more blood is being used per sample (55-65μl). There is no loss of parasites during the procedure. The parastitized erythrocytes are concentrated in the small area of buffy coat, which helps in rapid scanning of the parasite. Another advantage of QBC is its ease of interpretation and it being technically easy to perform. Diagnosis of malaria by the acidine orange staining of centrifuged parasites in microhematocrit tubes is easy to learn. A technician can be taught to carry out the QBC test and detect malarial parasite accurately, in less than a day, in contrast to smear examination and interpretation which takes weeks. Concern over the ability of the QBC method in identification of species has been noted, with success claims ranging from 75% to 93%. Other drawbacks of the QBC are that it is expensive, and there are chances of leaking and breaking of blood filled QBC tubes in the centrifuge. One more disadvantage of QBC technique is that a permanent record of test cannot be kept.

QBC technique showed a higher sensitivity and specificity in a laboratory setting (97.77% sensitivity and 99.73% specificity) than in the field (sensitivity 70.97% and specificity 97.40%) when compared with blood smears. The lower sensitivities observed in the field group may be attributable to delayed processing of the specimen after collection.

CONCLUSION

Techniques like QBC and RDT are useful in detecting malaria cases with low parasite load which can appear negative with peripheral smear examination. The short time of diagnosis, ease of execution and the higher sensitivity than standard thick films are advantages of QBC and RDT. The need for a sophisticated ultraviolet light supplied microscope, cost, difficulties in species determination and parasite quantification are few disadvantages of QBC technique. In conclusion techniques like QBC & RDT are reliable and user-friendly in rapid diagnosis of malaria.

REFERENCES


